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Abstract. Extended Kalman Filter (EKF) is used to esti-
mate particle size distributions from observations. The fo-
cus here is on the practical application of EKF to simulta-
neously merge information from different types of experi-
mental instruments. Every 10min, the prior state estimate is
updated with size-segregating measurements from Differen-
tial Mobility Particle Sizer (DMPS) and Aerodynamic Parti-
cle Sizer (APS) as well as integrating measurements from
a nephelometer. Error covariances are approximate in our
EKF implementation. The observation operator assumes a
constant particle density and refractive index. The state es-
timates are compared to particle size distributions that are a
composite of DMPS and APS measurements. The impact of
each instrument on the size distribution estimate is studied.
Kalman Filtering of DMPS and APS yielded a temporally
consistent state estimate. This state estimate is continuous
over the overlapping size range of DMPS and APS. Inclusion
of the integrating measurements further reduces the effect of
measurement noise. Even with the present approximations,
EKF is shown to be a very promising method to estimate par-
ticle size distribution with observations from different types
of instruments.
1 Introduction
This is the Part 2 of papers describing the application a
data assimilation of in situ multi-instrument aerosol mea-
surements. In Part 1 (Viskari et al., 2012), the Extended
Kalman Filter (EKF; Kalman, 1960; for text-book treatment,
e.g. Kaipio and Somersalo, 2004) was introduced as a pos-
sible method to estimate particle number size distributions
with information from multiple instruments. Part 1 covered
tests of an EKF implementation with two similar instruments
and its statistical validation. Here, the EKF implementation
is extended to include observations of different types of in-
struments.
In situ aerosol measurement instruments can be divided
into two categories. Size-segregating instruments measure
particle size dependent variables, while integrating instru-
ments measure quantities determined for an ensemble of
aerosol particles (McMurry, 2000). Directly combining in-
formation from different size-segregating instruments with a
mathematical inversion is preferable only if the instruments
measure the same quantity as a function of the same vari-
able. Common measurable variables are for example particle
electrical mobility, light-scattering intensity or acceleration
in a ﬂow ﬁeld. Even if the instruments were to measure the
same quantity, e.g. particle number concentration, an effec-
tive comparison of the quantities requires assumptions con-
cerning the possibly size-dependent aerosol properties, such
as density or shape factor.
Measurements from different types of instruments can
usually be integrated using speciﬁc assumptions on par-
ticle properties. These assumptions can, for example, be
based on experience, speciﬁc experiments determining those
particle properties, or be obtained by optimization of the
match between the instruments. For example, scattering and
absorption coefﬁcients can be calculated from the parti-
cle size distributions using a Mie scattering code and by
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varying the refractive index. Then the calculated value can
be matched with the scattering coefﬁcient measured directly
with a nephelometer or the absorption coefﬁcient measured
with an absorption photometer (e.g. Hand and Kreidenweis,
2002; Guyon et al., 2003; Virkkula et al., 2006; M¨ uller et
al., 2009; Petzold et al., 2009). As an another example, in
Pitz et al. (2008), measurements from two different size-
segregating measurement instruments, Differential Mobil-
ity Particle Sizer (DMPS) and Aerodynamic Particle Sizer
(APS), are combined by modifying the particle density. It is
difﬁcult, however, for this approach to properly account for
the uncertainties in the different observations. Additionally,
thisapproachcanleadtoseveralpossiblesolutionswithinthe
observation uncertainties based on the chosen assumptions.
Data assimilation provides an alternative to treat multi-
instrument measurements, and can be seen to complement
mathematical inversion techniques. The key advantages of
Kalman ﬁltering are as follows. First, the measurements are
used in a format that is post-processed as little as possible.
It is the observation operator that contains the mathematical
description of the measurement event. Second, the evolution
model of aerosol micro-physics is used to propagate a state
from one observation time to the next. This ensures time-
continuity and physical plausibility of the solution as long as
the changes in the state are due to the dynamical processes
included in the model. Advances in modeling accuracy thus
naturally translate into improved state estimates. Finally, dif-
ferent information sources affect the state estimate according
to their respective accuracies. The solution is thus statisti-
cally optimal. The beneﬁts and current challenges of apply-
ing EKF in aerosol physics are discussed in more detail in
Part 1.
In Part 1, EKF was introduced and used to merge measure-
ments from two similar instruments. The EKF implementa-
tion performed well in comparison to the inversion methods
and was able to adjust to the dynamic features of aerosol evo-
lution, for example the nucleation process (Kulmala et al.,
2006). The method proved to be sensitive to changes in the
size distribution due to external reasons, such as changes in
air mass, but also to be able to adjust to those reasonably
quickly. The EKF solution appears less noisy than the inver-
sion solution.
This article extends EKF to estimate the particle number
size distribution based on information from several differ-
ent types of instruments. Inclusion of additional trustwor-
thy observations produces a more physically consistent state
estimate. The method was tested with size distribution and
light scattering measurements from a boreal forest site in the
South-Western Finland (Virkkula et al., 2011).
2 Instruments and their observation operators
Aerosols, trace gases and meteorological parameters are
measured continuously at the SMEAR II (Station for
Measuring Ecosystem-Atmosphere Relations) measurement
station in Hyyti¨ al¨ a, South-Western Finland (61◦5004700 N,
24◦1704200 E, 181ma.m.s.l.; Hari and Kulmala, 2005). The
measurements used in this study were a part of the EU-
CAARI project (Kulmala et al., 2009). Here, the aerosol
size distribution is estimated with observations from three in-
struments: a Differential Mobility Particle Sizer (DMPS), an
Aerodynamic Particle Sizer (APS) and a nephelometer. The
instruments are described in more detail below.
Kalman ﬁltering requires an observation operator H for
each individual instrument. It simulates the measurement
event, given the model state vector x, and produces the ob-
servation counterpart of the observed quantity y. The obser-
vation modeling is accurate within an error ε, i.e.
ε = y −Hx (1)
If we assume for a moment that x is the true state represented
in the model grid, the error ε would consist of the instrument
error, the representativeness error due to the ﬁnite discretiza-
tion of x, and errors in the observation modeling. The error
ε is nevertheless called the “observation error”. Here, the ob-
servation error standard deviation is speciﬁed as a constant
fraction of the observed number concentration.
2.1 Differential Mobility Particle Sizer (DMPS)
Differential Particle Mobility Sizer (DMPS) is a size-
segregating instrument that measures aerosol number size
distribution based on electrical mobility of the particles. The
measurements used here are from a twin-DMPS, which is
composed of two DMP instruments measuring different par-
ticle size ranges. DMPS I measures the particle number con-
centration for particle diameters of 3–40nm and DMPS II
for particle diameters of 10–1000nm. The observation oper-
ator for DMPS includes the estimated charging probabilities,
transfer functions and size-dependent losses. Details of the
DMPS measurement system used are presented in Aalto et
al. (2001). The DMPS and the associated observation opera-
tor are explained in Part 1 in more detail. As in Part 1, the rel-
ative error standard deviation was here set as 15% for DMPS
I and 12% for DMPS II.
2.2 Aerodynamic Particle Sizer (APS)
Size distributions of larger particles, with diameters between
0.5 and 20µm, were measured using a TSI Aerodynamic
Particle Sizer (APS) model 3321 (Peters and Leith, 2003).
The APS determines the particle size using a time-of-ﬂight
method. In accelerated ﬂow ﬁeld, the time taken from the
particle to pass between two concurrent laser beams is mea-
sured. The resulting particle acceleration rate is converted to
a corresponding aerodynamic diameter, which is deﬁned as a
particlethathasthesamesettlingspeedthanasphericalparti-
cle with the density of 1gcm−3 and thus essentially depends
on the particle mass. In the APS, the aerosol- and sheath ﬂow
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rates are 1 and 4L per minute, respectively. Inlet line losses
in measurements are minimized with vertically positioned
moderately heated inlet. With properly calibrated inlet- and
aerosol ﬂow rates, the aerodynamic sizing of the APS can be
considered accurate. A larger error is expected for the con-
centration, mainly due to the losses inside the instrument and
in the inlet tubes. The instrument losses have been shown to
depend on particle size and aerosol phase (Volckens and Pe-
ters, 2005) and are thus not easy to correct accurately. When
the aerosol concentration is high, additional errors may arise
from particle coincidence within the detection time. The APS
additionally records the “false” counts from coincidence but
these counts are not considered in the size spectrum.
The spherical particle diameter can be converted to a par-
ticle aerodynamic diameter, if the density of the particles is
known. According to Hinds (1999), assuming that the parti-
cles are spherical, the geometric diameter dp is converted to
an aerodynamic particle diameter da with
da = dp
s
Cc(dp)
Cc(da)
r
ρp
ρ0
, (2)
where ρp and ρ0 is the density for dp and da, respectively.
Further, for spherical particles, assuming that the particle
density equals the density of the bulk material of the parti-
cle the mobility diameter equals the geometric diameter (De-
Carlo et al., 2004). The slip correction factor Cc remains
nearly constant for particle diameters larger than 700nm and
is thus ignored here. Aerosol density changes both over time
and over particle diameter. Here, though, it is approximated
as a constant value of 1.5gcm−3 based on Saarikoski et
al. (2005) and Kannosto et al. (2008), who examined the den-
sity of particles at our measurement site. This approximation
was tested and found to be reasonable by varying ρp in the
EKF implementation by 0.2gcm−3.
The observation operator for the APS instrument HAPS is
done by ﬁrst calculating the geometric diameters from aero-
dynamic diameters according to Eq. (2). Then the number
concentrations are interpolated from the model grid to the
geometric diameters of the APS measurement channels. The
observation error for APS is speciﬁed as 15% (P. Aalto,
personal communication, 2012). The measurement noise is
more dominant for small number concentration values and
thus will have a larger impact on the APS measurements than
on DMPS II measurements. The three lowest APS channels
consistently measured smaller number concentrations than
the following two channels. This contradicts both our under-
standing of aerosol size distributions as well as the shape of
the observed DMPS size distributions. To mitigate the impact
of this apparent systematic error in those three measurement
channels, a three time larger observation error (45%) was set
for their values.
2.3 Nephelometer
Measurements of light scattering and absorption by parti-
cles at SMEAR II were discussed in detail in Virkkula et
al. (2011), here only a brief description is given. For the
aerosol optics instruments air is sampled through a PM10
inlet, mounted about 1.5m above the roof of the measure-
ment building, approximately 4ma.g.l. Total scattering co-
efﬁcients (σSP) and backscattering coefﬁcients (σBSP) at λ =
450, 550 and 700nm were measured with a TSI 3λ neph-
elometer (Anderson et al., 1996). The raw σSP data were cor-
rected for truncation using formulas presented in Anderson
and Ogren (1998). The pressure and temperature of the neph-
elometer were used for correcting the scattering coefﬁcients
to 1000mbar and 0 ◦C. Heintzenberg et al. (2006) studied the
performance of several nephelometers in an intercomparison
in Leipzig, Germany, and found that for ambient aerosols the
TSI 3λ nephelometer uncertainty was approximately 7%.
The scattering coefﬁcients at the nephelometer wave-
lengths can be determined for a size distribution with
σSP(λ) =
Z
QSP(λ,d,m)
πd2
4
∂N(d)
∂d
∂d (3)
where QSP(λ,d,m) is the scattering efﬁciency of particles
with a diameter d, N(d) is the particle number concen-
tration as a function of d and a complex refractive index
m = mr+imi at wavelength λ (M¨ uller et al, 2011). The scat-
tering efﬁciencies were calculated using the Mie scattering
code of Barber and Hill (1990).
The observation operator Hneph for the nephelometer is
the matrix form of the Eq. (3). The observation operator
thus contains QSP(λ,d,m) values for the particle sizes in
the model grid. Similarly to ρp, m also changes over time
and particle diameter. Here, mr was set to a constant value of
1.517 based on Virkkula et al. (2011). Absorption index mi
was set to 0.005. This assumption was found to be reasonable
by repeating the EKF implementation tests with perturbed
mr and mi (by about 0.1 and 0.01 units, respectively). Note
that m presented in Virkkula et al. (2011) is the calculated
value for the wavelength of 550nm (A. Virkkula, personal
communication, 2012). In reality there is a negative corre-
lation between mr and λ. Thus the refractive index should
be slightly smaller for the wavelength of 450nm and slightly
larger for the wavelength of 700nm. For simplicity here we
used the same refractive index for all wavelengths. The rela-
tive error for the nephelometer measurements was set to 7%.
3 Multi-instrument EKF implementation
The EKF implementation is explained in Part 1. Here it is
only brieﬂy summarized.
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3.1 Extended Kalman Filter (EKF)
The EKF estimates the state of the aerosol system in two
steps. First, both the background state and the error covari-
ance matrix are propagated from the observation time k −1
to k. Then, the new state is expressed as
xa,k = xk +Kk(yk −Hxk), (4)
where xk is the background state, xa,k is the new state esti-
mate and yk is the observed state. The Kalman gain Kk is
Kk = BkHT
h
HBkHT +Ok
i−1
. (5)
The background and observation error covariance matrices,
Bk and Ok, respectively, are crucial as their properties de-
termine how the information sources are weighted. Both the
non-linear and tangent-linear observation operators H and
H, respectively, are applied here. Essentially, the state esti-
mate is obtained by correcting the time-evolved state with
the latest observations based on their reliabilities.
In this study, the error covariance matrices are simpliﬁed
(Part 1). For the instruments, the matrices are assumed diag-
onal, i.e. measurement errors are assumed independent be-
tween channels and instruments. For the background error
covariance, the standard deviations are artiﬁcially kept at
20% of the number concentration of the background state
in order to prevent the EKF implementation from ever con-
sidering the background state as more reliable than the obser-
vations. In this artiﬁcial error inﬂation, the error correlations
betweendifferentparticlesizesarepreservedintheB-matrix.
TheinclusionoftheAPSmeasurementsrequirestwoprac-
tical additions to the EKF implementation. For the APS,
there is a possibility for several adjacent empty measurement
channels amongst channels that do observe particles. This
maycauseinstabilityinthecomputationoftheinversematrix
using singular value decomposition (SVD). Basic Tikhonov
regularization (Tarantola, 2004) was used to solve this prob-
lem. A very small value, 10−6 #cm−3, was added to the diag-
onal of HBHT +O. The impact of the added diagonal value
is then reduced by ignoring the very smallest eigenvalues.
The number concentrations measured with the APS are
generally very small and can undergo large relative changes
over consecutive measurement times. This, along with the
simpliﬁcations made in the current EKF implementation, can
cause the update to a number concentration value to be larger
than the initial number concentration in that size bin. To
avoid negative number concentrations, an ad hoc limit to the
reduction of particle size number concentration was set to
90% in maximum.
3.2 University of Helsinki Multi-component Aerosol
(UHMA) model
University of Helsinki Multi-component Aerosol (UHMA;
Korhonen et al., 2004) model was used to propagate the
background state. It is a size-segregating box model that in-
cludes the nucleation, condensation, coagulation and deposi-
tion processes. The model time step used here is 10s. Three
ambient vapours, sulphuric acid and two organic vapours, af-
fected the state evolution in this implementation. For each
time step the ambient vapour concentrations were estimated
from measurements. The model and the assumed ambient
conditions are more thoroughly explained in Part 1. We stress
thatboththeparticledensityandtherefractionindexwereas-
sumed to be constant in time and over particle diameter in the
observation operator. The EKF implementation was found to
be more sensitive to changes and uncertainties in the num-
ber concentration measurements. Thus the particle number
concentration is both the control and forecast variables here.
The choice of the model grid resolution impacts the EKF
implementation in a few ways. On one hand, the increased
model grid resolution signiﬁcantly improves the modeling of
condensation process of newly formed particles (Lepp¨ a et al.,
2011). On the other hand, the larger number of model grid
points exponentially increases the computational cost of the
model due to the coagulation process. For the EKF imple-
mentation, the increase in computational cost is even larger
due to the already increased computational cost of the im-
plementation (note, that the dimension of the “B”-matrix in-
creasesandthetimeevolutionofthe“B”-matrixisperformed
column by column). Here, the resolution of the model grid is
chosen to be computationally feasible, but still sufﬁcient to
effectively depict the condensation processes in the smallest
particle sizes. The diameter size range in the model grid is
1.5nm–20µ with 60 discrete size bins at a logarithmically
even spacing.
4 Results and analysis
The results and analysis are provided for 7 May 2007, which
contains several aerosol events. In Part 1, this day was thor-
oughly studied in light of DMPS measurements only, focus-
ing on how the EKF handles aerosol size distribution features
and events. For consistency, the same date was used here.
The results for this date were also found to be well represen-
tative for the period April–May 2007 in the Hyyti¨ al¨ a station
(Part 1).
It is informative to compare the EKF implementation with
alternative methods to combine measurements from different
instruments. Particle size distributions measured by Twin-
DMPS and APS have been effectively combined by varying
particle density until the measurements are in agreement in
the overlapping measurement range (Pitz et al., 2008). The
resulting particle number size distribution will closely ﬁt the
observations at each measurement time, but will not neces-
sarily be continuous over time. Distributions estimated with
EKF, in contrast, will be more continuous over time, but not
necessarily closely ﬁt the observations at each measurement
time. As there two approaches differ on how closely they
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Fig. 1a. Particle number size distribution obtained with EKF using
DMPS and APS observations (xN
DA) on 7 May 2007 from SMEAR
II in Hyyti¨ al¨ a, Finland. Note that the particle number concentrations
are only presented from 102 to 109 m−3. The color bar values are
given as exponents of 10.
Fig. 1b. As in Fig. 1a, but for combined state (xN
com).
must ﬁt the observations at each measurement time, it was
not considered sensible to currently compare their results.
Instead, a combined particle number size distribution is
created here by calculating the corresponding geometric par-
ticle sizes from the aerodynamic particle sizes, using inverted
particle number size distribution calculated with a least-
square non-negative pseudo-inverse for the Twin-DMPS up
to 700nm and continuing with APS measurements beyond
700nm. The size distribution is then interpolated to a loga-
rithmicallyevenlyspacedgridwith74sizebins.Thesmallest
(largest) particle diameter in the new grid is 3.5nm (15µm).
This method was used in Virkkula et al. (2011). These parti-
cle number size distributions will be referred to as xN
com.
4.1 Inclusion of the APS measurements
A particle number size distribution estimated by EKF with
DMPS and APS observations is here referred to as xN
DA.
Fig. 1c. The total number concentrations for particles larger than
3nm for xN
DA (blue, solid) and xN
com (green, dashed).
The estimated particle number size distribution (xN
DA;
Fig. 1a) and the combined observed particle number size dis-
tribution (xN
com; Fig. 1b) for 7 May 2007 are shown in Fig. 1.
All diameters used in this article are deﬁned as the Stokes
diameter of a particle. For the most part xN
DA and xN
com appear
to evolve broadly the same way. In the overlapping size range
of 600–800nm, xN
com is discontinuous over particle diameter
whilexN
DA ismorecontinuousbothoverparticlediameterand
time. This is due to the inclusion of both DMPS II and APS
measurements in the overlapping measurement size range.
For particles smaller than 10nm as well as larger than 6µm,
xN
DA is also smoother than xN
com. This is because the EKF ef-
fectively ﬁlters out random measurement errors. Note that
the resolution in Fig. 1a corresponds to the UHMA model
grid while in Fig. 1b it is the combined measurement grid. In
Fig. 1c is presented the total particle number concentration
for both size distributions over time. The total number con-
centrations follow each other rather closely, but the EKF so-
lution has generally somewhat more particles. This is not sur-
prising, as in the number space the submicron aerosol pop-
ulation dominates and the inclusion of APS data has only a
minor role. This agreement was already established in Part 1
(Viskari et al., 2012).
Figure 1b shows that the number concentrations within
the APS measurement range are much smaller than those in
the DMPS measurement range. Thus DMPS measurements
dominate both the size distribution and the total number con-
centration. In contrast, the volume concentration, which is
the sum of particle volume within a size bin, will be domi-
nated by particles larger than 100nm. The volume concen-
tration distributions are presented in Fig. 2. The volume con-
centration for xN
DA is referred to as xV
DA (Fig. 2a) and for xN
com
as xV
com (Fig. 2b). They resemble each other, even though it
is important to note that differences between xN
DA and xN
com
lead to larger differences between xV
DA and xV
com as the parti-
cle sizes increases. The most notable difference between xV
DA
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Fig. 2a. Particle volume size distribution obtained with EKF using
DMPS and APS observations (xV
DA) on 7 May 2007 from SMEAR
II in Hyyti¨ al¨ a, Finland. Note that the particle volume concentrations
are only presented from 10−15 to 10−5 cm3 m−3. The color bar
values are given as exponents of 10.
Fig. 2b. As in Fig. 2a, but for the combined state (xV
com).
and xV
com is in particle sizes larger than 10µm. For xV
DA, the
particle volume concentration becomes very small for par-
ticles near size 10µm, and then increases again for particles
larger than 13µm. For xV
com, instead, the particle volume con-
centrations in size ranges larger than 8µm evolve erratically.
This is caused by the measured very small number concen-
trations in those particle sizes. The total volume concentra-
tion for both size distributions over time are presented in
Fig. 2c. Total number concentration values are dominated by
particles smaller than 100nm (Fig. 1a), but the total volume
concentrations values are dominated by particles larger than
100nm (Fig. 2a). The total volume concentrations vary more
over subsequent observation times than the total number con-
centrations. This indicates that the measurement noise has
more impact for the particle sizes larger than 100nm. The
smoothing due to EKF is also more visible in the total vol-
ume concentrations than in the total number concentrations.
Since the focus here is on the inclusion of the APS
measurements to the EKF, further results will be presented
Fig. 2c. The total volume concentrations for particles larger than
3nm for xV
DA (blue, solid) and xV
com (green, dashed).
concerning the volume size distribution unless mentioned
otherwise.
According to Fig. 2a and b, there is a large difference be-
tween xV
DA and xV
com for particle diameters larger than 8µm.
This is due to several reasons. The APS is less accurate for
larger particle sizes (Volckens and Peters, 2005), which par-
tially explains the apparently random evolution of particles
larger than 8µm in Fig. 2b. Additionally, EKF constrains
state estimates over particle diameter based on the aerosol
dynamical processes. As the impact of the aerosol dynami-
cal processes decreases on the particle size distribution with
increase in particle diameter, xN
DA and xV
DA are only weakly
constrained over particle size for particles larger than 4µm.
Finally, due to the very small number concentrations of par-
ticles larger than 4µm, the error is Poissonian rather than
Gaussian. This can cause distortions in the state estimate.
This size range is thus sensitive for the measurements, the
model as well as the error assumptions. Due to these rea-
sons, the state estimate is not reliable for particle sizes larger
than4µm,asevidencedforinstancebythediscontinuityover
particle sizes at 10µm visible in Fig. 2a.
It is important to note that although both DMPS and APS
measure number concentration, the measurement principles
are different. Thus the results cannot be directly compared
even for measurements in the same particle sizes. Figure 3
illustrates this by presenting the volume concentration for
both xV
DA and its corresponding values in the DMPS II and
APS measurement channels according to H as well as for
the actual measurements over particle sizes 30nm–10µm at
12:00Local time (LT). Note that in order to compare DMPS
II measurements with APS measurements, DMPS II mea-
surements are shown as a function of the characteristic diam-
eters, i.e. the diameter of a single charge particle most likely
measured in the set electrical ﬁeld. APS measurements are
also given as similar diameters calculated from aerodynamic
diameters using a constant density of 1.5gcm−3.
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Fig.3.Theestimatedvolumeconcentrationsizedistributionin300–
2000nm at 12:00, 7 May 2010 from SMEAR II in Hyyti¨ al¨ a, Finland
(toppanel).Theobservations(blue)andcorrespondingestimatecal-
culated with H (red) from 300nm to 10µm for DMPS II (solid)
and APS (dashed) from 12:00 on 7 May 2010 from SMEAR II in
Hyyti¨ al¨ a, Finland (bottom panel). Volume concentrations are on the
y-axis [cm3 cm−3] and particle diameter on the x-axis [m].
Figure 3 demonstrates that the raw measurements have
very different values even in the overlapping measurement
range of 400–1000nm due to measuring different variables.
The values calculated from xV
DA ﬁt both DMPS II and APS
measurements relatively well for particles smaller than 4µm.
For particles larger than 4µm, the APS measurements be-
come discontinuous over particle diameter and largely differ
from the estimate. Due to the differences in the measurement
values, a reliable statistical comparison between DMPS and
APS measurements is difﬁcult. Fundamentally the EKF im-
plementation performs similarly when merging information
from two DMPS instruments or from DMPS and APS instru-
ments. For DMPS I and DMPS II, EKF estimates a state that
is statistically at least as reliable as common numerical meth-
ods (Part 1). Hence, we assume the method to be valid also
over the majority of the APS measurement area.
4.2 Inclusion of the nephelometer measurements
The scattering coefﬁcient measured by the nephelometer at
a given wavelength is representative of the entire particle
size distribution. Scattering of electromagnetic radiation in
the visible wavelength range mainly originates from particles
larger than about 100nm and is dominated by particles in the
range of 300–700nm. For example, approximately 90% of
the integrated light scattering at Hyyti¨ al¨ a was due to sub-
micron particles (Virkkula et al., 2011). Consequently, the
inclusion of the nephelometer measurements has the largest
impact in this size range. EKF nevertheless spreads the scat-
tering information to the particle size distribution based on
their contribution to the scattering. A particle number size
distribution estimated with DMPS, APS and nephelometer
observations is referred here to as xN
DAN.
The applied nephelometer measurements are from ten
minute intervals with timestamps matching the DMPS and
APS measurements. As mentioned in Sect. 2.3, the sensitiv-
ity of the EKF implementation to m was tested by perturb-
ing these values (not shown). The change of refractive in-
dex had a notable impact on xN
DAN in particle size range of
300–700nm, but only a limited effect beyond those particle
sizes. Uncertainties related to the size-segregated measure-
ments still dominate in the affected size range despite the
chosen value for mr.
The particle volume concentration distribution (xV
DAN) and
the total volume concentration for the estimated particle size
distribution over time are shown in Fig. 4. It is relatively sim-
ilar to xV
DA, except xV
DAN estimates slightly smaller values
than xV
DA for particle sizes larger than 100nm. In Fig. 5 is
shown the observed scattering (σobs) as well as the calculated
scatteringfromxN
DA (σDA),fromxN
DAN (σDAN)andfromxN
com
(σcom) for three wavelengths, 450nm, 550nm and 700nm (a,
b and c, respectively), for 08:00–18:00LT. At 450nm, is σobs
larger than either σDA or σDAN and at 700nm σobs is smaller
than either σDA or σDAN. At 550nm, σobs, σDA and σDAN are
roughly equal. For 450 and 550nm, σDA is closer to σobs than
σcom. For wavelengths 550nm and 700nm, σDAN is closer
to σobs than σDA. For wavelength 450nm, σDA is generally
slightly closer to σobs than σDAN.
The relationship between the observed and estimated scat-
tering coefﬁcients is different between the wavelengths. The
nephelometer measurements thus affect the state estimate
in opposite ways, with the observations for 450nm tend-
ing to increase, and for 700nm tending to decrease the es-
timated scattering coefﬁcient. These differences between the
estimated and observed scattering coefﬁcients are partially
caused by the assumption that the refractive index is the same
forallwavelengths.Forexampleincreasingthescatteringco-
efﬁcient slightly for radiation wavelength of 450nm would
also increase estimated scattering coefﬁcient for that wave-
length.
By comparing different calculated scattering coefﬁcients,
it is notable that σDAN is smoother than σDA, which in turn
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Fig. 4. Particle volume size distribution obtained with EKF using
DMPS,APSandnephelometerobservations(xV
DAN)on7May2007
from SMEAR II in Hyyti¨ al¨ a, Finland (top panel). Note that the
particle number concentrations are only presented from 10−15 to
10−5 cm3 m−3. The color bar values are given as exponents of 10.
The total volume concentrations for particles larger than 3nm for
xV
DAN and xV
com (bottom panel).
is smoother than σcom. This indicates that the xN
DAN is tem-
porally more continuous than xN
DA in particle size range of
300–700nm. It should be noted that it is logical for the in-
clusion of the nephelometer measurements to produce esti-
mates with scattering coefﬁcients closer to the observed val-
ues. The determination of ambient aerosol number size dis-
tribution is rather complicated in the 300–700nm size range
due to, for instance multiple charging that affect inversion
for DMPS and fast acceleration for APS. The scattering co-
efﬁcient, on the other hand, is dominated by the particles in
this size range. Thus, the implementation of EKF to retrieve
consistent results from a combination of number size distri-
bution measurements and light scattering could result in im-
provements in data quality.
The scattering coefﬁcients of the background state prior to
the inclusion of observations (not shown) differ little from
those of the state estimate. Nevertheless, the inclusion of the
nephelometer measurements affect the particle size distribu-
tion as a whole over a longer period of time (Fig. 4) by acting
as an additional constraint to the state estimates.
During the sudden changes in the aerosol number size dis-
tributions after 17:00LT (Fig. 1b), there are momentary dif-
ferences between xV
DA and xV
DAN. Figure 6a presents xV
DA and
xV
DAN as well as their corresponding values in the DMPS
II and APS measurements channels according to H (see
Eq. 1) in addition to the actual measurements in particle sizes
30nm–10µm at 16:00LT. For comparison, in Fig. 6b the
same distributions are shown for 21:00LT. In Fig. 6a the dif-
ferences between the two state estimates are very small and
both are close to the observed state. In Fig. 6b, though, there
is a noticeable difference between the two estimates, with
xV
DA being closer to the DMPS observations. This difference
between xV
DA and xV
DAN decreases substantially in 20–30min.
The reason for the difference between xV
DA and xV
DAN in
Fig. 6a is that the nephelometer and the DMPS/APS are in
disagreement when the sudden change in particle size distri-
butions occurs despite measuring the same aerosol size dis-
tribution. If the nephelometer time stamps were reduced by
20min, for instance from 21:00 to 20:40LT, xV
DA and xV
DAN
are much closer to each other. Thus most likely explanations
for this are that the timestamps for the instruments are not
synchronized or that the air volume observed by the neph-
elometer does not for some reason instantly change accord-
ing to the general air mass. The difference, however, allows
for the study of how the nephelometer observations impact
the state estimate when there is a large difference between
state observed by the nephelometer compared to the state ob-
served by DMPS and APS. These results show that the neph-
elometer measurements can have a major impact on the state
estimate in particle sizes larger than 100nm. Further anal-
ysis indicates that the nephelometer measurements have the
largest impact on the state estimate when the size distribu-
tion undergoes a major change in particle sizes larger than
100nm. During those times the inclusion of the nephelome-
ter measurements accelerates or decelerates the adaptation of
the state estimate to the changes in the observations.
4.3 Analysis increments due to the measurements
TheEKFimplementationusedheremergesinformationfrom
three different types of instruments. As each instrument ob-
serves a different quantity, direct comparison of the observed
values is not straightforward. In other words, the difference
yk −Hxk in Eq. (5) is in the observation space and speciﬁc
for each instrument. However, Kk(yk −Hxk) in Eq. (5), re-
ferred to as “the increment”, is a model space quantity and
independent of the type of the instrument. Therefore it only
depends on deﬁnition of the model space (i.e. on the choice
of the dynamical evolution model). The increment is an up-
date vector added to the background state and is an expres-
sion of the observation impact on the background state. Two
factors determine the increment: (1) the difference between
the background state xk and the observations yk, and (2) the
relative weight given to the observations and the background,
as contained in Kk. As all the increments are calculated for
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Fig. 5. The observed scattering (σobs; black, solid), the scattering calculated from xN
DA (σDA; red, dot-dashed), from xN
DAN (σDAN; blue,
dotted) and from xN
com (σcom; green, dashed) for wavelengths 450, 550 and 700nm (a, b and c, respectively).
the background particle number size distribution, increments
from different instruments are thus comparable. For clarity,
the increments were scaled with xk
δxk = Kk(yk −Hxk)x−1
k , (6)
where δxk is the relative increment at time k. We note that
this approach will emphasize somewhat more the positive
than the negative increments during the statistical analysis
presented here.
The relative increments for DMPS I, DMPS II, APS and
the nephelometer (δxDI, δxDII, δxAPS and δxneph, respec-
tively) as well as the sum of all the individual increments
(δxtot) over the particle size distribution and averaged for
7 May 2007 are shown in Fig. 7. Firstly, we note that the
size ranges where instruments overlap, that is, 10–40nm for
DMPS I and II as well as 450–1000nm for DMPS II, APS
and nephelometer, the increments due to different instru-
ments are generally opposite. This is due to the fact the es-
timate is a compromise between the different measured size
distributions. Secondly, we note that in the particle sizes 3–
50nm and 0.5–13µm, the mean δxtot has large positive val-
ues. This indicates that in those particle sizes xk systemat-
ically differs from yk either due to model or measurement
deﬁciency. And ﬁnally, we note that the average increments
are non-zero even beyond the measurement ranges of indi-
vidual instruments. This is due to effect of the “B”-matrix.
For example, the average δxAPS has values already at 200nm
although its measurement range limited to 300–2000nm.
Figure 7 presents the mean increments for the whole day.
Figure 8 splits the mean increment to four separate time win-
dows:
– In the time interval 00:00–09:00LT, the aerosol system
is quasi-stationary (Fig. 8a).
– In the time interval 09:00–17:00LT, particle formation
affects the size distribution (Fig. 8b).
– In the time interval 17:00–19:00LT, there is a sudden
change in the size distribution due to some external rea-
sons (Fig. 8c).
– In the time interval 19:00–23:00LT, there is a possible
recovery phase (Fig. 8d).
In all windows, for particle sizes 7–13µm there is a large
average positive δxAPS, which dominates δxtot. This cor-
responds to the measured particle number concentration
(Fig. 2b) which is increasing over most of the time. Simi-
larly, new particle formation results in a large δxDI, and con-
sequently δxtot, for particle sizes smaller than 10nm (Fig. 8a
and b). In both cases the increment is affected by the mea-
surement noise and small number concentrations.
Also common inall windows is that the increments for two
separate instruments do not agree in the overlapping mea-
surement ranges either for DMPS I and II (10–40nm) or
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Fig. 6a. (Above) The estimated volume concentration size distribution and (Below) the observations (blue), xV
DA (red) and xV
DAN (green) for
both DMPS II (solid) and APS (dashed) for particle sizes 300nm–10µm from 16:00 on 7 May 2010 from SMEAR II in Hyyti¨ al¨ a, Finland.
Volume concentrations are on the y-axis [cm3 cm−3] and particle diameter on the x-axis [m].
Fig. 6b. Same as Fig. 6a, but for 21:00LT.
Fig. 7. The average relative increment for DMPS I (blue), DMPS
II (green), APS (red), nephelometer (purple) as well as the average
total relative increment (black, dashed) on 7 May 2007.
for DMPS II and APS (400–1000nm). Large differences be-
tween measurements for same particle sizes result in large
differences between the respective increments. For DMPS
I and II, there is a systematic difference between the aver-
age δxDI and δxDII in all time windows, with δxDII always
leaning more towards the positive values compared to δxDI.
This indicates that DMPS II observes higher particle number
concentrations than DMPS I in the overlapping measurement
range.InFig.8atheinitialnewparticleformationcanbeseen
from the positive average δxDI and δxDII in the overlapping
measurement range. Finally, the change in air mass can be
seen in Fig. 8c) as the sudden decrease in number concen-
trations below 50nm particles (Fig. 1b) leads to a negative
average δxDI and δxDII in those particle sizes.
In the overlapping measurement range of DMPS II and
APS, for particle sizes of 400–500nm the average δxDII and
δxAPS are opposite with respect to the background state, with
δxDII having a positive value. This large difference between
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Fig. 8. The average relative increment for DMPS I (blue), DMPS II (green), APS (red), nephelometer (purple) as well as the average total
relative increment (black, dashed) for time windows (a) 00:00–09:00, (b) 09:00–17:00, (c) 17:00–19:00 and (d) 19:00–23:00 on 7 May 2007.
the increments is due to the tendency of the APS to underes-
timate the number concentrations at those particle sizes. For
particle sizes of 900–1000nm, δxDII is always more towards
positive values than δxAPS. This is likely due to the unre-
liability of DMPS II measurements in those particle sizes.
For particle sizes of 500–900nm, the average differences be-
tween δxDII and δxAPS have very little in common between
time windows. This indicates that the differences between
the measurements are either random or due to changes in
the parameters, e.g. particle density, as those parameters can
changeover time.Changes intheparameters affect theobser-
vation operators, which would in turn would affect how ob-
servations from different instruments compare to each other.
The average δxneph is notable only in Fig. 8a, where it has
slight negative values over most of the size distribution, es-
pecially in the particle sizes 300–700nm. This is due to the
observed scattering coefﬁcients being generally smaller than
the calculated scattering coefﬁcients, especially for the wave-
length of 700nm. This is likely due to both the choice of m
as well as inaccurate observations. Otherwise, the average
δxneph is small, which indicates that the calculated scattering
coefﬁcients are close to the observed scattering coefﬁcients.
This supports the chosen values of m.
The average xtot in individual time windows is nicely re-
lated to different events. In Fig. 8b, the nucleation event is
visible for particle sizes smaller than 20nm. In Fig. 8c, the
change in air mass results negative δxtot in average in parti-
cle sizes 7–200nm. In Fig. 8d, the second change in air mass
is visible as the average negative δxtot in particle sizes 100–
1000nm.
5 Conclusions
The Extended Kalman Filter (EKF) implementation, intro-
duced in Part 1 and extended in Part 2, was used to simulta-
neously estimate particle size number distributions based on
measurements from DMPS, APS and nephelometer. The ﬁrst
two instruments are size-segregating instruments that mea-
sure different aerosol variables in different size ranges. The
last one is an integrating instrument that measures a single
quantity for the whole particle size distribution. The motiva-
tion for the research was to study the ability of the EKF to
merge information from multiple information sources, espe-
cially in the measurement ranges where several instruments
overlap, and to establish the ability of EKF to estimate size
distributions from multiple observations.
The EKF implementation was tested by ﬁrst including
observations from DMPS and APS and then also observa-
tions from nephelometer. The results were compared to a
state directly obtained as a combination of DMPS and APS
measurements. The state estimated by EKF was found to
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be continuous in time as well as across the overlapping
size range of DMPS and APS for particles smaller than
∼4µm. This continuity was constrained by the known dy-
namical processes and information from previous measure-
ments. However, in the case of a sudden change in the sys-
tem, the information from the previous measurements causes
the state estimate to adapt to the new state with a slight lag.
The state estimate is not reliable for particle sizes larger than
∼4µm due to problems with the dynamical processes, mea-
surement accuracies and non-Gaussian uncertainties in those
particle sizes.
The inclusion of the nephelometer observations reduced
particle number concentration somewhat and smoothed the
estimate in particle sizes larger than about 100nm. Scat-
tering coefﬁcients calculated from the EKF state estimates
were closer to the observed scattering coefﬁcients than those
calculated from the states obtained as a combination from
DMPS and APS observations. This favors the use of EKF
implementation in the future for providing consistent esti-
mates for optical properties from measured particle size dis-
tributions. The results were only presented for 7 May 2007,
which in Part 1 was established as a representative example
for the period of April–May 2007.
Even this initial EKF implementation was able to success-
fully provide estimates of the aerosol size distribution using
information from multiple observations. Additionally, it was
able to simultaneously use both size-segregated and integrat-
ing observations. Based on these results, EKF appears to be
a useful method to combine information from different in-
strumental sources into a physically consistent picture of the
evolutionofanaerosolpopulationanditspropertiesataﬁxed
measurement site. The next steps in the development of this
method are to extend it to include other aerosol particle vari-
ables, e.g. refractive index and density, and to improve the
error estimation.
We intend to provide an EKF based tool to the community
that could be routinely used to obtain state estimates based
on in-situ measurements from a variety of instruments.
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